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Abstract We study the photon detection efficiency and position resolution of the 
electromagnetic calorimeter (EMC) of the BESIII experiment. The control sample 
of the initial-state-radiation (ISR) process of ^ is used at 7/)/ and 

1/(3770) resonances for the EMC calibration and photon detection efficiency study. 
Photon detection efficiency is defined as the predicted photon, obtained by perform¬ 
ing a kinematic fit with two muon tracks, matched with real photons in the EMC. 
The spatial resolution of the EMC is defined as the separation in polar (0) and az¬ 
imuthal (0) angles between charged track and associated cluster centroid on the 
front face of the EMC crystals. 


1 Introduction 

The BESIII experiment is an electron-positron collider experiment running at tau- 
charm region located at the Institute of High Energy Physics, Beijing, China Q.It 
has collected the data at the center-of-mass energies between (2.0 — 4.6) GeV, more 
than 130 energy points, to study the Hadron spectroscopy of charm mesons and 
search for new physics phenomena. The BESIII uses a CsI(Tl) based electromag¬ 
netic calorimeter (EMC) to measure the electromagnetic showers of electrons and 
photons with excellent efficiency, energy and angular resolutions. The capability of 
EMC also allows to detect and measure the photons, which are used to reconstruct 
the and tj** mesons as well as the decay processes where the photons are produced 
directly via radiative process, such asJ/\j/-^ yrinn. 

The BESIII spectrometer is a general purpose detector, covering the 93% of the 
total solid angle, described in IT]. It’s EMC is made of 6240 CsI(Tl) crystals and has 
one barrel and two end-cap regions. The length of each crystal is 28 cm or IS.IXq, 
where Xq is the radiation length. The barrel region contains 5,280 crystals which are 
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divided into 44 rings, denoted by Oindex, and thus each ring contains 120 crystals. 
All the crystals are tilted within 1.5 degree in ^ directions and 1.5 — 3.0 degrees in 
the 9 direction (±5 cm away from the interaction point in the beam direction) to 
avoid photons from the interaction point escaping through cracks between crystals. 
Each end-cap region contains 6 rings. The number of crystals in the six rings of 
each end-cap is 96, 96, 80, 80, 64 and 64. The end-caps contain 33 different sizes 
of crystals, and among the 960 crystals in the end-cap regions, 192 crystals are 
irregular pentagons. 


2 Photon cluster shapes calibration and photon detection 
efficiency study 

We use the radiative muon pair events from the initial state radiation process of 
at 7/ xf/ and t//(3770) resonances to study the photon reconstruction 
in EMC as well as to measure the energy and angular resolutions. The BESIII has 
collected 2.9 (0.4) fb^' of data at v/(3770) resonance during 2009-2012. 

The energy and angle of the radiated photon are predicted using the 4-momenta of 
two charged tracks, without using any calorimeter information. The clean sample of 
raditive muon pair events is also used to calibrate the cluster shapes of the photon, 
such as the lateral moment and second moment, which are used to differentiate 
between the real and fake photons. The lateral moment El quantifies the transverse 
shower shape of the cluster. The second moment of shower energy is defined as 
Y^iEirf, where £; is deposited energy in the i‘^' crystal and r, the radial distance of 
crystal i from the cluster center. The cluster shapes of these variables are adjusted 
while tuning the value of EMC incoherent noise (EINC) El (Eigure[Tli. The data 
in these variables seem to describe well with MC for the EINC value of 0.27 MeV. 
Previously, BESIII has used an EINC value of 0.20 MeV in the MC simulation. 


Fig. 1 The plots of (a) sec¬ 
ond moment and (b) lateral 
moment distributions for data 
(blue), old MC (red) and new 
MC (cyan). The old (new) 
MC includes the EINC value 
of 0.20 MeV (0.27 MeV). The 
distributions of second and 
lateral moments in the new 
MC describe well with the 
data. 




We Study the effect of EINC in the energy and angular resolutions, defined as 
difference in energy and angular distributions between predicted and reconstructed 
photons, at different values of predicted photon energy using both old and 

new MCs simulated with the EINC value of 0.20 MeV and 0.27 MeV, respectively 
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(Figure |2]i. The energy resolution of photon in the new MC seems to be little bit 
worse than the older MC, but it is much closer to the real data. The effect of in¬ 
creased EINC value in the angular distributions of the EMC seems to be negligible. 


Fig. 2 The plots of (a) AE 
distribution, (b) energy reso¬ 
lution (Oe/E) vs. Ej'“^, (c) 
polar angle resolution (ffe) vs. 
Ey^‘“' and (d) azimuthal angle 
resolution vs. Ey'''^'^ for 
new MC (cyan), old MC (red) 
and data (blue). The AE is de- 
Hned as the energy difference 
between predicted and recon¬ 
structed photons. The photon 
is predicted with a kinematic 
fit using the 4-momenta of 
two charged tracks, without 
using any calorimeter infor¬ 
mation. 
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We finally compute the photon detection efficiency, which is defined as the frac¬ 
tion of predicted photon matched with actual photons in the EMC. The Qy ypred and 

Ey/Ey'^‘^‘‘ distributions are expected to peak at 0 radian and 1, respectively, for an 
efficient photon, where dyypred is the angle between predicted and reconstructed 

photons, and Ey/E^^'^ the energy ratio of the reconstructed photon to the predicted 
photon. The systematic uncertainty due to photon reconstruction, defined as the rel¬ 
ative difference in photon detection efficiency between data and MC, is found to be 
up to the level of 1% (Eigure|3ll. 


3 Position resolution 

The spatial resolution of the BESIII EMC is affected by the systematic shift of the 
reconstructed coordinate due to using a center-of-gravity technique ilia to measure 
the shower position of the particles in the EMC. The shift value depends on the 
position of the entry point relative to the center of the nearest crystal. We can correct 
the shift effect in two independent coordinates of polar (0) and azimuthal (0) angles, 
which are shifted after the reconstruction and thus degrade the position resolution of 
the calorimeter. We use single electron (photon) events for polar (azimuthal) angle 
correction in the front face of the EMC where the incident particle is expected to 
create a shower. The correction parameter is defined as the difference between the 
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Fig. 3 The 2-d plots of the efficiency curves in Cosdy"'‘ and planes for data (left) and MC 
(middle), and the relative difference in efficiency between data and MC in Cos9y“^ and Ey^'^‘' 
planes (right), where and are the polar angle and energy, respectively of the predicted 
photon obtained from the kinematic fit. Top plots are for J/\ff data and bottom plots for XjfiillQ) 
data. 


cluster centroid and expected positions of the track in the front face of the EMC. 
The correction is performed in both barrel and end-cap regions in the three different 
energy regions. In the barrel region, we also perform the correction factor study for 
the twenty two values of dindex while assuming the first 22 rings to be the mirror 
image of the rest of the other 22 rings. 

The performance of new correction parameters is checked using a radiative 
Bhabha sample at 7/1/ resonance in 50 and 5^ distributions, defined as separa¬ 
tions in (0,0) positions between cluster centroid and the expected position of the 
track on the front face of the EMC. The angular distributions are further translated 
as 40 —50 X Z and 40 —> 50 x r, where I is the path length of extrapolated track 
between interaction point and EMC cluster centroid, and r is the inner radius of the 
EMC. Now the units of 40 and 40 are measured in cm. Eigure|4] shows the reso¬ 
lution and mean values of 4 0 and 4 0 distributions as a function of momentum. 
The resolution of 40 distribution seems to be a little bit worse in the low-momentum 
region due to the effect of magnetic field. The new correction parameters seem to 
improve the mean and sigma values of 4 0 and 40 distributions. 

We also use a control sample of J/\j> pn decay to check further the perfor¬ 
mance of new EMC position correction parameters. The di-photon invariant mass 
in this decay process is defined as, niyy = 2ElowEhtgh (1 — cos Oyy) , where Eio„ and 
Ehigh are the low and high energies of the photons from decay and dyy is the 
angle between them. Table[T|summarizes the mean and sigma values, calculated us¬ 
ing an asymmetric Gaussian function, of niyy distribution for data and MC produced 
while using new and old EMC correction parameters. A marginal improvement in 
the resolution of rriyy distribution seems to be achieved using the new correction 
parameters. 


'data'^MC' 
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Fig. 4 The resolution (a,c) 
and mean (b,d) of 4 6 and A ij) 
distributions as a function of 
momentum. Top plots are 
for A 0 distribution and bot¬ 
tom plots for Aij) distribution. 
The new calibration param¬ 
eters seem to improve the 
position resolution of EMC 
and minimize the bias in the 
measurement of the shower 
position of the particles in 
the EMC. The resolution of 
A(l> distribution in the low- 
momentum region seems to 
be worse due to the effect of 
magnetic Held. 
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Table 1 Mean and O' values of ntyj distribution inj/xj/^pn decay for old and new data and MCs. 


Parameters 

old MC 

new MC 

old data 

new data 

mean (MeV/c^) 

134.33 ±0.04 

134.32 ±0.04 

134.52 ±0.02 

134.49 ±0.02 

CT (MeV/c^) 

4.30 ±0.04 

4.28 ±0.05 

4.25 ±0.03 

4.20 ±0.02 


4 Summary and conclusion 


We study the photon detection efficiency and position resolution of the BESIII elec¬ 
tromagnetic calorimeter. The relative differences in photon detection efficiencies 
between data and MC are observed up to the level of 1%. The position resolution of 
the EMC has been studied in two independent coordinates of polar and azimuthal 
angles. The new correction parameters improve the spatial resolution of the EMC. 
A marginal improvement in myy distribution for —> pn decay process is also 

achieved while using the new correction parameters. The new EMC correction pa¬ 
rameters have been included in the new releases of the BESIII software packages. 
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